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Determining the Spectral Resolution of a Charge-Coupled Device
(CCD) Raman Instrument
Chuan Liu, Rolf W. Berg*
Department of Chemistry, Kemitorvet, Building 207, The Technical University of Denmark (DTU), DK-2800, Kgs. Lyngby, Denmark
A new method based on dispersion equations is described to express the
spectral resolution of an applied charge-coupled device (CCD) Czerny–
Turner Raman instrument entirely by means of one equation and
principal factors determined by the actual setup. The factors involved
are usual quantities such as wavenumber values for the laser and the
Raman band, the diffraction grating groove density, the second focal
length, the angle between the incident and the diffracted light, and the full
width at half-maximum (FWHM) value of the signal on the detector. A
basic formula is derived to estimate the spectral resolution of the Raman
instrument. An essential feature of the new method is a proposed way to
compensate for non-ideality (diffractions, aberrations, etc.) by use of a
hyperbola model function to describe the relationship between the width
of the entrance slit and the image signal width on the CCD. The model
depends on the spectrometer magnification and a diffraction and
aberration compensation factor denoted as A. A could be approximated
as a constant that can be determined by the experimental method. The
validity of the new expression has been examined by measuring the band
width of the 1332.4 cm1 diamond Raman fundamental band, excited with
two quite different wavelengths (a deep ultraviolet 257.3 nm laser line and
a visible green 514.5 nm line). A low pressure mercury line at 265.2042 nm
also was applied to give further verification of the given expression. A
useful method to find true Raman band widths is also provided. A final
finding was that the known significant changes in spectral resolution along
the Raman shift axis make static recording and synchronous (extended)
scanning modes differ significantly with respect to their resolution
properties; this feature has been often overlooked in many contemporary
works reporting Raman spectra. A reason for this is that many Raman
bands are too wide to show the effect.
Index Headings: Spectral resolution; Deep ultraviolet; Raman spectrosco-
py; Band width; Diamond; Mercury.
INTRODUCTION
The wavelength of the light sources used for excitation in
modern dispersive Raman spectroscopy most often lies in the
range from ;800 nm down to nearly 200 nm. The use of deep
ultraviolet (DUV) radiation—in the range below 300 nm—
although used occasionally, is a newly rising technology. DUV
Raman spectroscopy has a significant advantage, avoiding the
common interference from a high fluorescence background, as
discovered a long time ago.1 There are, however, also
disadvantages to using UV excitation, such as the non-
transparency of glassy containers and often the decomposition
of the tested samples.2,3 Traditional visible light Raman
spectroscopy therefore still plays an important role, first of
all because it is easier than DUV Raman, and secondly because
some samples have interesting resonance Raman spectra in the
visible range.4
In a flexible Raman research environment it is important to
maintain an even and high spectral resolution when switching
between instruments and different light sources, changing the
setup, or comparing results from different experiments. It is
well known that the spectral resolution of a Raman system is
affected by many factors, such as grating groove density,
entrance slit width, focal length, and so on. In order to estimate
and optimize the spectral resolution of an instrument, one must
consider all the factors that affect the system resolution. In this
paper we attempt to combine all the influencing factors into one
single expression. Such an expression has the advantage that it
clearly shows the dependence of the spectral resolution on the
configurations of the Raman system under different conditions.
As will be shown, the expression shows that the spectral
resolution exhibits a significant change along the Raman shift
axis. This behavior, although known for a long time, is
constantly overlooked in many contemporary Raman publica-
tions.
With respect to applications in some research areas,
knowledge of the precise width of a Raman band is important
to characterize the structure of materials. For example the
properties and behavior of single-layer graphite (graphene) can
be determined by using a Raman technology in which the
width and the position of certain characteristic Raman bands
may be used as criteria.5 In another case, the width of a Raman
band could be used to infer the size of germanium nano-
crystals.6 In such studies one should remember that the spectral
resolution resulting from the applied experimental setup
directly affects the determined Raman band width. The
measurement of a Raman band width should therefore be
considered as a convolution relation between the true Raman
band and the experimental resolution in the given situation.7
Therefore, one should find the true Raman band width by
taking the exact spectral resolution of the instrument into
consideration. To do this, data for the true experimental
resolution must be determined.
The exact spectral resolution of a Raman instrument is
typically determined by using a light source with a narrow-line
radiation, such as a low pressure mercury lamp or a sample
with a well-defined narrow Raman band.8–11 In this way the
spectral resolution is determined for the particular wave-
length(s) or at the corresponding Raman shift(s). Since the
spectral resolution is not constant but depends on the
wavelength, one needs a well-defined expression to predict
(by interpolation or extrapolation) the spectral resolution at
positions where the important Raman bands are located, as a
prerequisite to finally determine the true Raman band width.
DERIVATION OF THE EXPRESSION
We will derive the theoretical expression for the spectral
resolution of a spectrometer based on the common Czerny–
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Turner monochromator.12,13 The schematics are shown in Fig.
1. Most currently, the spectrometer is equipped with a multi-
channel charge-coupled device detector (CCD),14 replacing
previous single-channel detectors behind an exit slit. As we
shall see, this complicates the problem. In the following
derivation of the expression for the resolution, we are
concerned with the central part of the CCD.
The spectral resolution of a Raman system is affected by
many factors. We count ten items as shown below (see Table I
for a summary of mathematical symbols used):
(1) Exciting laser characterized by the wavelength kL (or the
corresponding wavenumber, xL).
(2) Raman wavenumber shift, xR.
(3) Diffraction grating groove density, G.
(4) Angle a between the incident light and the diffracted light.
(5) Focal length, f.
(6) Entrance slit width, bent.
(7) System magnification, M.
(8) System diffraction effects of grating and concave mirrors
(lenses).
(9) System aberrations.
(10) Pixels of the CCD.
Among these many factors related to the spectral resolution
of a Raman instrument, the wavelength dispersing ability (Dk/
Dh) of the grating and the full width at half-maximum (FWHM)
of the slit image of a monochromatic light on the CCD are the
two key parameters that link up all the factors. Please note that
resolution is not affected by the diffraction efficiency of the
grating (blazing angle etc.).15–17
The wavelength dispersing ability of the grating, here
defined as Dk/Dh, depends on the spacing of the grating
grooves (d, not shown in Fig. 1) and the incident angle (hi).
The dispersing ability can be derived from the well-known
grating relation (Eq. 1) as shown below. h is the diffractive
angle, i.e., the angle between the surface normal and the
diffracted beam, and the order of diffraction is set to one
(normally the first order is used in Czerny–Turner monochro-
mators to get the highest throughput):
d  ½sinðhiÞ þ sinðhÞ ¼ k ð1Þ
By differentiation one gets the relation
]k
]h
¼ d  cosðhÞ)Dk
Dh
¼ d  cosðhÞ ð2Þ
Assuming that monochromatic light, say of wavelength k, is
entering through the entrance slit, then an image of the entrance
slit (with the physical width bent and a color corresponding to
k) will be formed on the detector (CCD), by means of the
concave mirrors (see Fig. 1). Because of diffractions and
aberrations, the intensity profile of the image is no longer a
rectangle curve but will be a bell-shaped curve, corresponding
to the signal obtained with a CCD having a sufficiently narrow
pixel size (such that at least a few pixels are sensing the
curve11,16,17). The FWHM of the bell-shaped curve is denoted
as bimg. Furthermore, to analyze the situation more carefully,
the slit image (or signal versus wavelength) due to the angular
dispersion of the grating will be depicted differently by, e.g.,
two different wavelengths, say k and (k þ Dk) (see Fig. 1).
FIG. 1. A schematic of a Czerny–Turner monochromator based spectrometer.
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When the two images corresponding to different grating
diffraction angles, h and (hþDh), are juxtaposed at a distance
corresponding to the FWHM, then these two peaks can be
considered to be just distinguishable (or resolved). This
situation characterizes the resolving power Dk of the
spectrograph. The opening angle Dh at the grating (between
the rays 1 and 2 in Fig. 1) can be seen (by geometry, because
ray 2 and 3 are parallel) to form at the Concave mirror 2
another angle Dh of equal magnitude, because rays 1 and 3 are
reflected in the same point. From this and the near right angle
hitting of the image on the slit, it therefore follows that bimg,





The Dh angle is equal to the grating dispersive angle for these
two just distinguishable wavelengths, as seen in Fig. 1.




 d  cosðhÞ ð4Þ
To eliminate h from this expression we introduce the angle a
between the direction of the incident light and the diffracted
light, as shown in Fig. 1 (be careful with the sign convention of
the angles h and hi; they are measured clockwise from the
grating normal).
a ¼ h hi ð5Þ
This angle a is normally kept constant for well-designed
instruments, the condition for this constancy being that the
grating rotation is done around an axis chosen to be parallel
with the grating surface and centrally placed. Then we
rearrange Eq. 1 from a sum to a product by use of a standard
trigonometric formula:
d  ½sinðhiÞ þ sinðhÞ ¼ k)
d  2  sin hþ hi
2
 




By substituting Eq. 5 into Eq. 6, we get the equation:







Then, solving for h we have
h ¼ arcsin k







By substituting Eq. 8 into Eq. 4 we get the expression
Dk ¼ bimg
f2
 d  cos arcsin k








Normally, Raman band absolute positions are expressed as x in
wavenumber units. In order to derive a practical expression in







Hence, for small absolute values of frequency difference, Dx,
one gets the approximation
Dx ¼ x2  Dk ¼ ðxL  xRÞ2  Dk ð10Þ
where x is the Raman scattering absolute wavenumber
position, xL is the laser line absolute wavenumber value, and
xR is the Stokes wavenumber shift of the scattered light.
Instead of specifying the separation between the grating
grooves (d, not shown in Fig. 1), one often uses the density of
the grating grooves (i.e., the number G of grooves per unit




After substitution and unit conversion, the spectral resolution
function becomes
TABLE I. Mathematical symbols.
A The diffractions and aberrations compensation factor (DACF)
bent Width of entrance slit
bimg FWHM of the entrance slit image for M = 1
blimit The limitation FWHM of the slit image for M = 1
DACF The diffractions and aberrations compensation factor
D The spacing of the grating grooves
FWHM Full width at half-maximum
f1 Focal length of concave mirror 1 or lens 1
f2 Focal length of concave mirror 2 or lens 2
G Diffraction grating groove density
gL(x) Spectrum of the exciting laser
gL0 Normalizing constant corresponding to maximum of the laser
peak
gLR(x) Profile of the Raman band excited by a laser
gM(x) Profile of the measured Raman band
gR(xr) Profile of a true Raman band
gR0 Constant corresponding to maximum of the true Raman peak
gS(xs) Signal obtained at the detector for a monochromatic line
gS0 Normalizing constant for the spectral contribution (expanded by
spectrometer) of a monochromatic light
M System magnification
a Angle between the incident light and the diffracted light
Dk Difference between two close wavelengths
kL Wavelength of the exciting laser
Dx Theoretical spectral resolution of spectrometer [cm1]
x0 Central Raman wavenumber shift for static grating measurement
[cm1]
x1 Narrow incremental section (a delta function) of the laser
spectrum [cm1]
x2 Wavenumber of integration in convolution [cm1]
xL Absolute wavenumber of the exciting laser [cm1]
DxL Linewidth of the exciting laser [cm1]
DxM Measured bandwidth of Raman band [cm1]
xr The variable of Raman shift [cm1]
xR Raman wavenumber shift [cm1]
DxR True Raman bandwidth [cm1]
xs The variable of the wavenumber difference between the real
Raman signal and the measured Raman signal [cm1]
DxS Experimental spectral resolution of spectrometer[cm1]
h Grating diffraction angle
Dh Difference between two close diffraction angles
hi Grating incident angle
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Dx½xL; xR; G; f2; a; bimg
¼ ðxL  xRÞ2
 bimg
G  f2  cos arcsin
G







It should be noted, because the unit of wavenumber is usually
cm1, when Eq. 12 is applied for numerical calculations, the
units of length for all the parameters must be transformed to
cm.
In the above expression, there are six variables; five of these
variables correspond to five of the factors (items 1–5) that were
mentioned in the beginning. Items 6–9 must also have
influence on the relationship between the widths of the
entrance slit (bent) and the image thereof (bimg), thereby
affecting the spectral resolution. For monochromatic light, the
limiting FWHM of the peak of the image is governed by the
diffraction effects and the aberrations (items 8 and 9).
However, this is not easily expressed and we therefore seek
an empirical relationship between bimg and bent. Hence,
considering the experimental results as shown later, it seems
that the spectral resolution (Dx) versus the width of the
entrance slit (bent) looks like a hyperbolic curve. Furthermore,
Dx and bimg have a direct proportional relationship. Therefore,
we propose using a hyperbola function (bent versus bimg) as a
model for the relationship between bent and bimg. If so, we
would have a relationship between bimg and bent of the kind:








In this expression, M is the system magnification, defined by
the focal length f2 of the second concave mirror, divided by the
focal length f1 of the first concave mirror (see Fig. 1). blimit can
be defined as the smallest possible limitation FWHM of the slit
image when M = 1. The limitation is caused by the system
diffractions and the aberrations. In practice the system
diffractions play a more important role than the aberrations.
According to the diffraction equation of a grating and a circular
aperture,15 a reasonably approximate expression of blimit would
be
blimit ¼ A  k ¼ AðxL  xRÞ ð14Þ
where A could be approximated as a constant for a
spectrometer with a certain setup. Considering that A depends
on the system diffractions and aberrations, we denote A as the
diffractions and aberrations compensation factor (DACF) of
the used spectrometer system.
To summarize the results so far: In the above equations 12
and 13, the values of all the factors except A can easily be
determined for a particular Raman instrumental situation.
When the width of the entrance slit bent is broad enough
(such as: .100 lm at 500 nm), the effects of diffraction and
aberration become weak, and therefore we may do the
approximation:
bimg’M  bent ðbent. 100 lmÞ ð15Þ
This can become the experimental method to verify whether
Eq. 12 gives a correct description. In addition, we can use a set
of measurements to determine A and check whether the
hyperbola approximation, Eq. 13, is indeed a good model.
Concerning Eq. 12, it is worth noting that the CCD pixel
width size, for normally adopted Raman instrument layouts, is
narrower than the width of common Raman bands. Thus, the
CCD records the spectrum band as a digital profile from several
pixels. The digital profile of the spectrum band will constitute a
not very smooth curve, at least when the widths of the CCD
pixels and the spectrum band are comparable (see later). The
FWHM of a not very smooth curve has a deviation from the
true FWHM of the spectrum band, hence affecting the spectral
resolution of a spectrometer. This is one reason why the
theoretical curves—as we shall see—do not fit well with the
experimental curves in the range of narrowly opened slits (bent
, 20 lm).
In practice the spectrum band is broadened not only by the
limited resolution of the spectrometer but also by the line width
of the exciting laser. In general the FWHM of the spectrum
band will be determined by the convolution of these two causes
of broadening. Assuming a Gaussian line profile, an approx-




ðDxRÞ2 þ ðDxSÞ2 þ ðDxLÞ2
q
ð16Þ
Here DxM is the measured spectrum bandwidth, DxR is the
true Raman spectrum bandwidth, DxS is the spectral resolution
of the spectrometer, and DxL is the linewidth of the excited
laser.
This equation (Eq. 16) is an interesting result. As the laser
line width, DxL, is typically known (e.g., given by manufac-
turer), and DxM is the experimental value, we can calculate the
spectral resolution DxS of the spectrometer if the true Raman
bandwidth, DxR, is also known. On one hand, this is an
experimental method to find the spectral resolution of the
spectrometer at a certain absolute wavenumber. To do this the
spectral resolution compensation factor A, or the DACF
parameter, can be determined by Eqs. 12, 13, and 14, and
then the spectral resolution of the spectrometer in the whole
wavenumber range can be determined. On the other hand, we
can use Eq. 16 to determine the true Raman bandwidth for the
testing sample, as soon as the spectral resolution is totally
known.
EXPERIMENTS
Samples. A monocrystalline natural diamond slab with a
thickness of 2 mm that did not emit fluorescence was used.
Diamond has a characteristic strong Raman band, located at
1332.4 cm1, that acted as a suitable narrow line source. The
band width of the diamond line is known to be DxR = 1.2
cm1.18 Another useful source was a low pressure Hg(Ar)
pencil style calibration lamp from Oriel Instruments.
Instrumentation. As exciting light source we used a Lexel
95-SHG-QS Argon gas ion laser (from Cambridge Laser
Laboratories, Inc.) working in direct or second harmonic
generation (SHG) mode. The wavelengths (powers) applied
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were 514.5 nm (10 mW) and 257.3 nm (1 mW). The linewidth
DxL for the 514.5 nm line was 0.17 cm1. Since the 257.3 nm
line is generated from the 514.5 nm line, the width should be
narrower but we have also taken the value 0.17 cm1 as an
approximation for the 257.3 nm line width.
A flexible InVia Reflex Raman spectrometer system with a
320 objective from Renishaw, plc. was used to record the
spectra. The optical principle of the InVia Reflex spectrometer
is equivalent to a single classical Czerny–Turner monochro-
mator. Instead of concave mirrors, mirrors combined with
lenses are used in the Renishaw system. Compared to the
concave mirrors, lenses have the well-known problem of
chromatic aberrations, and even for achromatic lenses it is not
possible to cover the whole range from UV to the visible;
therefore, the lenses must (like the grating) be exchanged in
order to suit the whole range of wavelengths from UV to
visible. The details of the experiments are shown in Table II.
Examination of the Expression of Spectral Resolution,
Eq. 12. As noted above, when the width of the entrance slit
(bent) is broad enough, the effects of diffraction and aberrations
can be ignored, and therefore the spectral resolution can be
calculated theoretically by means of Eq. 12. After that, one can
compare with the experimental results to examine whether Eq.
12 is correct. We take bent = 140 lm as the condition for a
broad slit-width experiment. For this slit width, measurements
of the Raman band widths of diamond are shown in Table III.
After applying the values of DxM to Eq. 16, the experimental
results found for the spectral resolution DxS are shown in
Table III. The theoretical results of the spectral resolution Dx
are also shown, calculated by Eqs. 12 and 13.
As shown in Table III, there is good correspondence
between the experimental results (DxS) and the theoretical
results (Dx); only a few percent differences are seen. This is to
be expected because we ignored the effect of the aberrations, as
previously noted.
Hyperbola Model for the Spectral Resolution. According
to Eq. 13, when the width (bent) of the entrance slit decreases,
the effect of diffraction and aberrations (blimit) becomes
important. Therefore, these effects cannot be ignored for
narrow entrance slits. To investigate the situation, the Raman
band widths (DxM) of a diamond sample were measured for
various entrance slit widths (bent), from 10 lm to 180 lm. The
obtained results are shown in Fig. 2. In order to compare the
results in a clear way, the spectra were auto-scaled to have the
same maximum (set to unity). To explain the shape of the
curves in Fig. 2 we realize that the true band width of the
diamond Raman fundamental is quite narrow (1.2 cm1). If a
strictly monochromatic light source illuminates a wide entrance
slit and is detected on an ideal CCD, then the detected band
will have a trapezoidal shape. This explains why we are seeing
more or less flat-topped spectra in Fig. 2.
The analyses of these results are given in Fig. 3. Here, the
large green points represent the measurements of the Raman
band width (achieved by measuring FWHM without modeling)
versus the slit width. From these results we can calculate the
experimental spectral resolution (the red small points) by using
Eq. 16.
If one chooses an appropriate number for the spectral
resolution compensation factor A and substitutes it into Eq. 14,
then one can plot an estimate of the spectral resolution using
Eq. 12. The chosen number for A can be varied by iteration to
find better or worse fits to the experimental red resolution
TABLE II. Experimental details.
Exciting wavelength (nm) Grating groove density G (mm1) Diffraction angle a (deg) Focal length f1 (mm) Focal length f2 (mm)
514.5 2400 37 140 250
257.3 3600 37 155 250
TABLE III. Comparison of the experimental and theoretical results for the spectral resolution for a wide entrance slit, bent = 140 lm.
Exciting wavelength k (nm)
The measurements of Raman
bandwidth DxM (cm1)
Experimental results of spectral
resolution DxS (cm1)
Theoretical results of spectral
resolution Dx (cm1)
514.5 6.77 6.66 6.23
257.3 23.80 23.77 23.24
FIG. 2. Auto-scaled Raman spectra of the 1332.4 cm1 band of a diamond
obtained by use of various slit widths (given in lm), and (a) excited with 514.5
nm radiation and (b) with 257.3 nm.
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points in Fig. 3. When A = 100, we obtained the shown
approximate model curves (black dotted curves) in Fig. 3.
The experimental results (red curves) were fitted well by the
theoretical results (black dotted curves) except for narrow slit
openings (,20 lm). One reason is the effect of the CCD
spectral resolution. Other reasons are that the effects of
diffraction and aberrations become more important. As obvious
from Fig. 2 the un-smoothed faceted spectrum profiles must be
caused by the width of the CCD pixels. One might be tempted
from Fig. 2 to use narrow slits. However, slits as narrow as
,20 lm are not practical for real measurements because the
Raman signals are extremely decreased when such narrow slits
are used (the weakness of the narrow-slit spectra is not obvious
from the spectra after setting the auto-scaled intensity to unity).
HOW TO CHOOSE A SUITABLE WIDTH OF THE
ENTRANCE SLIT
For a practical Raman spectrum measurement, in order to
choose a suitable width of the entrance slit bent, one needs to
consider both the signal intensity and the spectral resolution.
Then, the limitation FWHM of the slit image blimit could be
used as an important reference value. According to equations
Eqs. 13 and 14, when






 M  blimit ð18Þ




times the limitation value.
Using the obtained value of A for the visible laser line 514.5
nm, we get
blimit ¼ A  k ¼ 100  514:5 nm ¼ 51:45 lm
and for the DUV laser line 257.3 nm,
blimit ¼ A  k ¼ 100  257:3 nm ¼ 25:73 lm
For the case of Stokes scattering, the wavelength of the Raman
signal is longer than the wavelength of the laser line. Therefore,
as a compromise choice, slit widths of about 60 lm for 514.5
nm and about 30 lm for 257.3 nm are reasonably adopted for
practical measurements.
THE DEPENDENCE OF THE SPECTRAL
RESOLUTION ALONG THE RAMAN SHIFT AXIS
According to Eq. 12, it is possible to plot the theoretical
spectral resolution in the range of Raman shifts from 0 to 4000
cm1, as shown in Fig. 4 (green and violet line). Note that the
resolution changes significantly along the abscissa. Since Eq.
12 predicts the spectral resolution for the central part of the
CCD, it does not describe the situation for the spectral
resolution in an exact way in the Raman spectrum recorded by
using the whole CCD. In the non-central part of the CCD, the
case does not strictly satisfy Eq. 5, a = h – hi, but rather an
approximate version, a ’ h – hi. Actually, for a static grating
measurement, hi is a constant (see Fig. 1); therefore, an
expression of the spectral resolution, Eq. 12, can be obtained
by using hi instead of a (see Appendix 2). The black lines in
Fig. 4 show the variation of the theoretical spectral resolution
for a series of static measured multi-channel spectrograms (static
as opposed to so-called extended scanning, a feature in the
Renishaw spectrometer implemented by moving the grating and
the charge detected on the CCD camera synchronously19–23).
Experiments with Mercury Lines. The low pressure
mercury lamp emits several narrow lines in the DUV range.
Therefore, it can be used as a wavelength calibration light
source for DUV Raman instruments, and furthermore it is well
suited for determination of the spectral resolution in the DUV
range.11 Particularly, there are three close lines with wave-
FIG. 3. The wide green points are the measurements of Raman bandwidth
DxM of diamond for various slit widths. The narrow red points, connected by
red curves, are the experimental spectral resolution data Dx obtained by means
of Eq. 16. The black dotted curve shows the spectral resolution modeling
results (theoretical spectral resolution) based on Eqs. 12, 13, and 14. (a) The
wavelength of the exciting light source was 514.5 nm and A was set to 100. (b)
The wavelength of the exciting light source was 257.3 nm and A was set to 100.
FIG. 4. The observed dependence of the spectral resolution along the Raman
shift axis. The green and violet lines show the theoretical results calculated by
use of Eq. 12 for only the central part of the CCD (in extended scanning mode
using only a few pixels). The black lines show the spectral resolution
increments in four spectrograms and three spectrograms, for 514.5 nm and
257.3 nm laser excitation, respectively, obtained in static mode recordings,
using many pixels and settings of the central pixel of the CCD at Raman shift
wavenumbers of x0 = 500, 1500, 2500, and 3500 cm1 for 514.5 nm
excitation, and x0 = 750, 2250, and 3750 cm1 for 257.3 nm excitation,
respectively.
APPLIED SPECTROSCOPY 1039
lengths of 265.2042, 265.3681, and 265.5121 nm in air, or
265.2831, 265.4471, and 265.5911 nm in vacuum24 (;0.01
nm larger values have been given in Ref. 25). These narrow
lines correspond to absolute wavenumbers of 37 695.57,
37 672.29, and 37 651.86 cm1, respectively, and they provide
a direct view of the resolution capability of DUV Raman
instruments.
These three lines of the low pressure mercury lamp were
measured using a spectrometer setup similar to the one used for
recording the Raman band of diamond excited with the 257.3
nm laser. The grating was set to a CCD central value of
265.2042 nm (the line of 37 695.57 cm1) and various
openings of the entrance slit were applied, as shown in Fig. 5.
From these spectra we determined the FWHM values of the
lines by means of software in the Renishaw WiREe3.0
package. The principle and the results are shown in Fig. 6.
Note that a suitable curve resolution algorithm is indispensable
during the evaluation of the FWHM values of a spectrum band
because neighboring lines are obviously affecting each other
when the lines are close enough, as seen in Fig. 6.
When all the curves in Fig. 5 have been curve resolved as for
the example in Fig. 6, a data set is obtained that forms the basis for
Fig. 7. Here, wide green points depict a plot of the line widths for
the 265.2042 nm mercury line versus the various slit openings.
From these line widths (DxM, the wide green points in Fig.
7) the corresponding experimental spectral resolutions of the
spectrometer (DxS, the narrow red points in Fig. 7) are
obtained, again as in Fig. 3 by means of Eq. 16, but now with
DxL = 0 and DxR ’ 1 cm1. Here DxR is the natural (or true)
line width of the mercury line. We consider it to be less than 1
cm1 but the approximation of 1 suffices because it is not an
important factor when the spectral resolution is much bigger
than 1 cm1.
The experimental spectral resolution curve of the spectrom-
eter (red curve)—determined by this curve resolution technique
on the 265.2042 nm mercury line data—compares well with
the theoretical spectral resolution results (black dotted curve)
obtained by using Eqs. 12, 13, and 14 with A = 100, which was
determined from diamond experiments as shown in Fig. 7.
FIG. 5. Auto-scaled intensity of mercury lines at 37 695.57, 37 672.29, and
37 651.86 cm1, obtained by the use of various slit widths (given in lm).
FIG. 6. Example showing how to find the FWHM of the mercury line for the
spectrum recorded for a slit width of 100 lm (red curve). The FWHMs of the
spectrum bands (main peaks of the curve) contain the contributions of the
neighboring lines. The green, pink, and light blue curves and their blue sum are
the Gaussian simulations of these three bands. The maximum and FWHM of
the mercury line at 37 695.57 cm1 are indicated with uþ signs (note that the
heights are not the auto-scaled but the predicted intensities of the model).
FIG. 7. The wide green points are the measurements of the linewidth DxM of
the low pressure mercury lamp for various slit widths. The narrow red points,
connected by the red curve, are the experimental spectral resolution data Dx,
obtained by means of Eq. 16. The black dotted curve is the spectral resolution
modeling results (theoretical spectral resolution) based on Eqs. 12, 13, and 14.
A = 100 was determined during the diamond experiments.
FIG. 8. Example of spectra obtained for mercury lines at 37 695.57, 37 672.29,
and 37 651.86 cm1. Both curves were obtained by use of a slit width of 40 lm
in the static recording mode. The black and red curves were recorded in
different pixels of the CCD by use of settings of the central pixel at absolute
wavenumbers of 37 695.57  700 = 36 995.57, and 37 695.57 þ 700 =
38 395.57 cm1, respectively. The difference in spectral resolutions, Dx, is
considerable, as indicated.
1040 Volume 66, Number 9, 2012
As discussed in connection with Fig. 4, the resolution will
depend on whether spectra measured with a multi-channel
Czerny–Turner spectrometer are recorded in static or extended
mode (at least for narrow bands). This feature of the dispersive
CCD spectrometer systems will cause testing with the same
single line to give different spectral resolution results
depending on the grating angle setting. As an example we
show in Fig. 8 spectra for the 265.2042 nm mercury line,
recorded for two different central wavenumber settings. An
obvious difference is clearly seen.
DISCUSSION
According to the expression of the spectral resolution (Eq.
12), the spectral resolution depends strongly (quadratic) on the
absolute wavenumber of the Raman scattered light. In DUV the
wavenumbers are about twice the values in the visible range.
Therefore, in order to get similar spectral resolutions for shorter
ultraviolet exciting wavelengths, especially in the extreme
DUV, one must choose high-groove-density gratings and
narrow entrance slit widths to maintain/obtain high resolution.
The wavenumber position of a Raman band also has a
significant effect on the spectral resolution. Figure 4 shows this
trend of the spectral resolution along the Raman shift axis.
Although Eqs. 12, 13, and 14 reveal the spectral resolution
in dependence of all the principal factors, the effect of
diffractions and aberrations has not been determined in detail
by the present theoretical approximation method. If one would
examine these effects it requires information on the actual
situation of the optical components and deep optical investi-
gations. Instead of this, however, we have introduced a new
approximate procedure to handle the situation, by introducing
the diffractions and aberrations compensating factor A. This
DACF factor, in Eq. 14, is used to develop a hyperbola
function model for the spectral resolution with respect to the
width of the entrance slits and for the different settings of the
experimental situation. The experimental data obtained during
this work have shown that this procedure is well suited to fit the
results, as seen in Fig. 3 and checked in Fig. 7.
CONCLUSION
Often, in Raman spectroscopy, one wants to know what the
true width of an observed Raman band is. We have here
presented a generalized method to determine it: first one must
determine the particular spectral resolution of the applied
instrument at the precise position where the Raman band is
located. We have demonstrated that this can been done by
using Eqs. 12, 13, and 14. All the parameters except a new one,
A (or DACF), can be easily found, and A can be determined by
measuring on a given narrow line, in casu the diamond Raman
fundamental at 1332.4 cm1 or low pressure emission plasma
lines from mercury gas. Then, as soon as the spectral resolution
at the position of the Raman band in question is known, the
band width can be found by means of Eq. 16, as derived in
Appendix 1. In order to ensure the measurement accuracy, it
should be noted that the grating must be turned to such an
angle that the tested Raman band is located at the central part of
the CCD detector, because only here is the exact condition for
using Eq. 12 strictly fulfilled. Otherwise, there will be
deviations as shown in Fig. 4 (black lines). One takes
advantage of the feature that the central area of the CCD is
in the optimized position for the slit imaging. Using the central
area of the CCD is also the condition for which A can be best
approximated as a constant.
It is to be noted that many CCD-based Raman spectrometric
systems apply so-called static recording modes, i.e., spectro-
metric detection of photons in many pixels of the detector
while keeping the grating still (static). Instead of this, the
Renishaw system has a so-called extended scan mode, in which
the grating is synchronously moved coupled to the charges in
the CCD pixels.19–23 We conclude from our analysis here that
the static and the extended recording modes differ with respect
to their resolution properties as described. This dependence has
been widely overlooked in the literature but can now be
accounted for by use of the new method (only needed for
narrow bands).
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APPENDIX 1
Relation Between Spectral Resolution and True Raman
Bandwidth. A true Raman spectrum is here defined as a
Raman spectrum excited by a hypothetically monochromatic
light source, which could be a narrow section (a delta function
at x1) of the laser spectrum, gL(x), as shown in Fig. A1, panel
a. The profile of a true Raman band with a FWHM bandwidth
of DxR can be described as gR(xr) as shown in Fig. A1, panel
b. Therefore, the Raman spectrum, denoted gLR(x), excited by
the laser, ideally should be created as a convolution result of
gL(x) and gR(xr) as shown in Fig. A1, panel c.
In the next step, the real Raman spectrum gLR(x) will here
be denoted the spectrum of the light as it really is before the light
enters into the spectrometer, i.e., not the measured spectrum.
Owing to the limited spectral resolution of the spectrometer, the
measured Raman signal could be considered as coming from a
series of hypothetical monochromatic light increments that go
through the measuring process. This implies that each element in
the gLR(x) spectrum would be broadened to contribute a profile
of gS(xs), shown in Fig. A1, panel d, to the measured spectrum.
By summing the contributions from all these intervals, the
measured Raman spectrum, gM(x), is the convolution result of
gLR(x) and gS(xs), as shown in Fig. A1, panel e:
gMðxÞ ¼ gLRðxÞ  gSðxsÞ ¼ gLðxÞ  gRðxrÞ  gSðxsÞ
By assuming a Gaussian approximation, the measured
bandwidth of the observed Raman band is given by
DxM ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
ðDxRÞ2 þ ðDxSÞ2 þ ðDxLÞ2
q
APPENDIX 2
Expression of Spectral Resolution for Static Grating
Acquisition. When the grating is static, the angle of hi is kept
constant during the measurement of the Raman photons (see
Fig. 1). The Raman wavenumber shift of signal incident on the
center of the CCD is denoted as x0 (not shown in Fig. 1).























FIG. A1. The relationship between the laser spectrum, the true Raman
spectrum, the real Raman spectrum, the spectral resolution of spectrometer, and
the measurement of the Raman spectrum under a Gaussian profile
approximation: (a) the laser spectrum with a monochromatic incremental
section x1; (b) the true Raman spectrum; (c) the real Raman spectrum; (d) a
hypothetical monochromatic signal broadened by the spectral resolution of the
spectrometer; and (e) the measurement of the Raman band.
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By substituting Eq. A2.2 into Eq. 1 we get













Here it should be noted that h in Eq. A2.3 is a general
expression and not only the condition corresponding to the
center of the CCD. Furthermore h is a function of k.
If we substitute Eq. A2.3 into Eq. 4 and use unit conversion
and Eqs. 10 and 11, we get:
Dx½xL; xR; G; f2; a; bimg
¼ ðxL  xRÞ2  bimg
G  f2
cos½arcsinð GðxLxRÞ  sinfarcsin½ G2ðxLx0Þ  cos a
2
  a2 gÞ
ðA2:4Þ
In Fig. A2, we show black lines for the resolution versus the
Raman shift, calculated from the above equation for different
values of the static setting x0 of the grating. The black lines
show an unusual (artifact) behavior: the spectral resolution can
reach 0. Actually, in this case, the grating diffraction angle h is
simultaneously approaching 908. Such an angle, see Fig. 1, is
not a condition that can be realized because the grating will be
required to have an infinite area in order to be able to reflect the
light.
FIG. A2. Spectral resolution along the Raman shift axis. The green and violet
lines show the theoretical results calculated by use of Eq. 12 for the central part
of the CCD (in extended scanning mode using only a few pixels). The black
lines show the spectral resolution in four and three spectrograms excited with
514.5 and 257.3 nm lasers, respectively, recording in static mode, using many
pixels and settings of the central pixel of the CCD at Raman shift wavenumbers
of x0 for 514.5 nm = 500, 1500, 2500, and 3500 cm1, and x0 for 257.3 nm =
750, 2250, and 3750 cm1.
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